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VAT-40 



DUE TO FIELD REPORTS REGARDING SLIPPAGE BETWEEN THE CARBON PILE'S LEAD SCREW 
AND CONTROL KNOB, A "NEW" SPLINED LEAD SCREW (#0784-0001) AND A MATCHING SPLINED 
CONTROL KNOB (#7009-1457) HAVE BEEN RELEASED FOR ALL SERVICE AND "NEW" PRODUCTION 
VAT-40 TESTERS. 
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NOTE: THE "NEW" KNOB AND THE "NEW" LEAD-SCREW MUST BE USED AS A SET WHEN 

SERVICING TESTERS MANUFACTURED PRIOR TO 2ND QUARTER 1980 PRODUCTION 
(DATE CODE "20"). 



KNOB 

# 7009-1457 


ALL VAT-40 TESTERS DATE CODED "20" OR LATER WILL INCORPORATE THIS CHANGE. 


NOTE: INSERT THIS PAGE IN RELATED SECTION OF SUN REPAIR MANUAL 
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